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Carbon Results 
Z:\MS\S\data\dual inlet\13C\2012\March\120325\S-72922_KORN-11.caf 

Identifier 1 Identifier 2 Analysis Comment 

KORN-11 ck std S-72922 C02 

Additional Information 
lnfomation Gas Configuration 

Peak Center found at [1981] Gas 

Background: 0.96 mV,1.39 mV,1.82 mV Magnet [Steps] 

Pressure Adjustment: Left: 3003.6 Right: 2985.1 ( Manual P Cups 

Preparation Method 

03-25-2012 3v_co2.met 

C02 

10446 

3,4,5 

Masses 44.0,45.0,46.0 

Ref. Name: d 13C/12C vs. d 180/160 vs. 
WKS-2-3 -43.760 VPDB -21.530 VPDB 
0 

Raw Data 

lnt.44 lnt.44 rR rR rd rd d d d d 
Sample Standar 45C02/44C< 46C02/44C< 45C02/44 46C02/44 45C02/44CC 46C02/44CC 13C/12C 180/16( 
[mV] [per mil] [per mil] [per mil] vs. [per mil] vs. [per mil] [per mil] 

[mV] vs. vs. VPDB VPDB vs. vs. 
WKS-2-3 WKS-2-3 VPDB VPDB 

Pn 2980.92 

1 2992.17 2977.54 1.1811344 1.4034497 32.841 21.427 -10.062 -0.638 -10.775 -0.615 

2 2988.58 2973.04 1.1811880 1.4035209 32.872 21.481 -10.033 -0.586 -10.745 -0.563 

3 2985.17 2970.54 1.1811634 1.4034271 32.857 21.417 -10.047 -0.648 -10.758 -0.625 

4 2981.58 2966.65 1.1811263 1.4034253 32.833 21.414 -10.071 -0.651 -10.783 -0.628 

5 2978.38 2962.82 1.1811114 1.4033928 32.830 21.412 -10.073 -0.653 -10.786 -0.630 

6 2973.72 2958.35 1.1811 001 1.4033438 32.826 21.432 -10.077 -0.633 -10.791 -0.610 

Evaluated Data 

Mean Std.Dev. ST. Error Atom% Outlier 

d 45C02/44C02 [per mil] vs. VPDB -10.066 0.012 0.005 1 

d 46C02/44C02 [per mil] vs. VPDB -0.645 0.008 0.004 1 

d 13C/12C [per mil] vs. VPDB -10.779 0.013 0.006 1 

d 180/160 [per mil] vs. VPDB -0.622 0.008 0.004 1.093872 1 

d 170/160 vs. 10.970 0.004 0.002 0.206166 1 
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